
ATTENTION: 

L100-3272 REV B RANGE OF MOTION FOR MOVING & ANCHORING TABLE 

  

Image Diagnostics has recently improved the design of our mobile Vascular tables by adding a 

Front Steer Lock Pedal to enable the table to be moved easily in any direction.  When both 

pedals are engaged, the table base will not move in any direction.  This provides the required 

lateral stability during patient loading/unloading.  Lifting the front pedal and rocking the rear 

pedal backwards will unlock and allow movement in all directions. 

 

POSITION OF CASTER PEDALS TO 

MOVE TABLE BASE 

FRONT STEER 

LOCK PEDAL 

REAR CASTER 

LOCK PEDAL 

WARNING! 
Before loading a patient onto the table, always set the caster 

motion pedals in both the front AND the back to their “LOCK” 

positions.  Failure to do so could result in death or serious injury. 

POSITION OF CASTER PEDALS TO 
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